RESEARCH ARTICLE

Extracting information from free-text
electronic patient records to identify practicebased evidence of the performance of
coronary stents
Yoon Seob Kim1☯, Dukyong Yoon1,2☯, JungHyun Byun1, Hojun Park1, Ahram Lee1, Il
Hyun Kim1, Sukhoon Lee3, Hong-Seok Lim4*, Rae Woong Park1,2*

a1111111111
a1111111111
a1111111111
a1111111111
a1111111111

OPEN ACCESS
Citation: Kim YS, Yoon D, Byun J, Park H, Lee A,
Kim IH, et al. (2017) Extracting information from
free-text electronic patient records to identify
practice-based evidence of the performance of
coronary stents. PLoS ONE 12(8): e0182889.
https://doi.org/10.1371/journal.pone.0182889
Editor: Xianwu Cheng, Nagoya University, JAPAN
Received: September 13, 2016

1 Department of Biomedical Informatics, Ajou University School of Medicine, Suwon, Gyeonggi-do, Republic
of Korea, 2 Department of Biomedical Sciences, Ajou University Graduate School of Medicine, Suwon,
Gyeonggi-do, Republic of Korea, 3 Department of Software Convergence Engineering, Kunsan National
University, Gunsan Jeollabuk-do, Republic of Korea, 4 Department of Cardiology, Ajou University School of
Medicine, Suwon, Gyeonggi-do, Republic of Korea
☯ These authors contributed equally to this work.
* camdhslim@ajou.ac.kr (HSL); veritas@ajou.ac.kr (RWP)

Abstract
Background and objective
Percutaneous coronary intervention (PCI) using drug-eluting stents (DES) is an indispensable treatment for coronary artery disease. However, to evaluate the performance of various
types of stents for PCI, numerous resources are required. We extracted clinical information
from free-text records and, using practice-based evidence, compared the efficacy of various
DES.
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Materials and methods
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We developed a text mining tool based on regular expression and applied it to PCI reports
stored in the electronic health records (EHRs) of Ajou University Hospital from 2010–2014.
The PCI data were extracted from EHRs with a sensitivity of 0.996, a specificity of 1.000,
and an F-measure of 0.995 when compared with a sample of 200 reports. Using these data,
we compared the performance of stents by Kaplan-Meier analysis and the Cox hazard proportional regression.

Data Availability Statement: Due to legal
restrictions imposed by the government of South
Korea in relation to the Personal Information
Protection Act, the full data cannot be made
publicly available. However, sampled and sanitized
data is provided as supporting information. For full
detail of how the data was sanitized as well as
potential access to full data pending approval
(because there are organizational level approvals
needed, authors do not have the right to promise
access to hospital data), contact the corresponding
author (camdhslim@ajou.ac.kr).

Results
In the self-validation analysis comparing the first-generation to the second-generation DES,
the second-generation DES was superior to the first-generation DES (hazard ratio [HR]:
0.423, 95% confidence interval [CI]: 0.284–0.630) in terms of target vessel revascularization
(TVR), showing similar findings to the established results of previous studies. Among the
second-generation DES, the biodegradable-polymer DES tended to be superior, with a risk
of TVR (HR: 0.568, 95% CI: 0.281–1.147) falling below than that for the durable-polymer
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DES approximately 1 year after the index procedure. The Endeavor stent had the highest
TVR risk among the newer generation DES (HR: 2.576, 95% CI: 1.273–5.210).

Conclusions
In this study, we demonstrated how to construct a PCI data warehouse of PCI-related
parameters obtained from free-text electronic records with high accuracy for use in the post
surveillance of coronary stents in a time- and cost effective manner. Post surveillance of the
practice based evidence in the PCI data warehouse indicated that the biodegradable-polymer DES might have a lower risk of TVR than the durable-polymer DES.

Introduction
Percutaneous coronary intervention (PCI) is an indispensable method for the treatment of
coronary artery disease [1]. In 2010, it was estimated that 492,000 patients underwent PCI procedures in the United States, of which approximately 454,000 were PCI procedures using
stents [2]. Because of the high incidence of PCI and stent use, even a small difference in the
performance of stents could result in an enormous difference in patient outcome. With the
rapid development of stent technology aimed at lowering the rate of stent failure, not enough
is known about the outcomes of new products. Therefore, constant and rapid surveillance of
the performance of emerging stents, and comparisons among various types of stents, is
required, but doing so remains difficult.
The earliest form of coronary angioplasty involved only balloon catheters, while coronary
stents were first introduced in 1989 to prevent restenosis after angioplasty by maintaining
lumen integrity [1, 3]. However, in-stent restenosis and the need for frequent revascularization
arose as bare metal stents (BMS) began to be used [4]. The first-generation drug eluting stents
(DES), which interfere with cell proliferation, were thus developed, further lowering the risk of
restenosis [5]. However, these stents were shown to increase the risk of late stent thrombosis
and delay arterial healing due to their interfering with the cellular environment [6, 7]. Moreover, the structure of the first-generation Sirolimus-eluting stents was also vulnerable to
mechanical complications such as stent fracture [8–10]. Subsequently, second-generation DES
were designed to decrease the risk of late target lesion revascularization, improving the reliability of DES [11, 12]. Biodegradable polymer-coated stents were developed to improve longterm outcome by providing temporary function and stepping away of the polymers [13]. It has
been shown that biodegradable polymers improve the safety and efficacy of second-generation
stents compared to first-generation DES [14–16]. However, further studies are needed to
address the differences between the newer generation durable polymer DES (DP-DES) and
biodegradable polymer DES (BP-DES) [17].
After clinical adoption of the first-generation DES (which had shortcomings), technological
advances have included improvements in materials and design, the employed polymer, and
the eluted drugs, rendering adverse clinical events very rare. Therefore, it is very important,
but has become increasingly difficult, to evaluate and compare performance among stents
[17]. A decrease in the incidence of major adverse cardiac events (MACE) has made it difficult
to compare the performance of various stents with clear statistical validity. Also, techniques for
revascularization are undergoing rapid evolution, which render many studies obsolete or difficult to interpret [18]. This problem derives mainly from the fact that traditional research
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methods, such as prospective cohort studies, require vast resources. This limitation warrants a
new research method that carries less economic burden and is less time-consuming.
Thus, a retrospective cohort study using information from electronic health records
(EHRs) was considered, as records that have been originally stored for practice purposes can
also be used for research. However, using EHRs poses a barrier as coronary angiography
(CAG) reports are written in free-text; free-text files cannot be directly analyzed using existing
tools, and in the present study, CAG reports were too numerous to review manually.
We overcame this obstacle by developing a method of analysis using regular expression.
Regular expression refers to a formal programming language for specifying strings, and is used
practically to identify particular strings in texts [19]. Using this method, we extracted variables
related to PCI from CAG reports originally stored in EHRs. Patient characteristics, such as
age, sex, and a history of diabetes mellitus and hypertension, were also processed from the
EHRs. The data were used to build a PCI data warehouse for statistical analyses.
Using free-text CAG reports from the Ajou University Hospital between February 2010
and October 2014, we extracted information and conducted a retrospective cohort study of a
real-world population that had undergone PCI. To validate our data, we examined and compared the clinical performance of different stents and analyzed the hazard ratios (HR) of target
vessel revascularization (TVR) between first- and second-generation DES. Following validation of our program, we explored the efficacy and safety of BP-DES versus DP-DES with the
risk of TVR as the primary endpoint.

Materials and methods
Ethics statement
This study was approved and informed consent was waived by the Institutional Review Board
of Ajou University Hospital because the anonymized data was analyzed retrospectively.

Data source
Patients who underwent PCI procedures were identified from the EHRs of Ajou University
Hospital. A total of 13,567 coronary reports (CAG reports with or without descriptions of PCI
procedures performed after diagnostic CAG) written between February 2010 and October
2014 were analyzed by regular expression. Patient characteristics including clinical and demographic information, drug prescriptions, and diagnoses were also extracted from EHRs.

Data processing of coronary angiography reports
We extracted information from the free-text PCI reports and loaded it into a data warehouse;
we applied regular expression using the R programming language to complete this task. The
‘stringr’ package developed by Hadley Wickham was used primarily for extracting patterns
[20].
A table of pre-defined vessel and stent terms was created, taking advantage of the fact that
PCI reports had recurring structures around these words (e.g., newline, colon, slash). The
terms in their presumed locations were extracted, manually reviewed by a cardiologist, and
categorized (Table 1). The various forms of the terms on the list were then used for extraction.
The overall process is shown in Fig 1. First, we extracted all words between newline (\n)
and colon (Step 1). These words mainly referred to the target vessels in the procedure. We
then compared the extracted words with the pre-defined vessel categories shown in Table 1
(Step 2). After identifying the target vessels, we went on to find the names, diameters, and
lengths of the stents, and ascertained whether a non-compliant adjuvant balloon was applied
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Table 1. Vessel and stent terms used in PCI reports and their categories in this study.

Vesssel

Stent

Vessel/stent categories

Vessel/stent terms used in PCI reports

LAD

LAD, Di, D1, D2, diagonal/Dx

LCx

LCx, OM, RI/Ramus

LM

LM, LM-LAD, LM-LCx

RCA

RCA, PDA, PLV, PLB

BMS
DES

Vision, Genoss, Coroflex Blue, Zeta
First generation
Second generation

Cypher, Coroflex Please, Taxus
Durable polymer

Resolute family, Promus family, Xience family, Endeavor

Biodegradable polymer

Biomatrix, Desyne, Nobori, Orsiro

LAD, left anterior descending artery; LCx, left circumflex; LM, left main; RCA, right coronary artery; BMS, bare metal stent; DES, drug-eluting stent; D1, the
first diagonal artery; D2, the second diagonal artery; Dx, diagonal artery; OM, obtuse marginal; PDA, posterior descending artery; PLV, posterior left
ventricular branch; PLB, posterior lateral branch.
https://doi.org/10.1371/journal.pone.0182889.t001

(Step 3). The stent names were extracted by matching them with pre-defined stent names
(Step 4), and the diameters and lengths of the stents were captured by extracting two numbers
followed by “mm”, which were separated by “/” (Step 5). If any of these three variables (stent
name, diameter, and length) were missing, it was determined that there was no record of
inserting a stent in the corresponding vessel. Finally, we identified whether a non-compliant
high-pressure balloon was applied by checking whether “HP” or the name of a non-compliant
high-pressure balloon was written in the report (Step 6). Script samples and a CAG report are
shown in S1 File.

Fig 1. The percutaneous coronary intervention (PCI)-related parameter information extraction process from free-text PCI procedure reports.
https://doi.org/10.1371/journal.pone.0182889.g001
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Table 2. Mean sensitivities, specificities, and F-measures for each iterative round.
Round

Mean Sensitivity

Mean Specificity

Mean F-measure

Primary

0.741

0.999

0.864

Secondary

0.960

1.000

0.959

Tertiary

0.991

1.000

0.991

https://doi.org/10.1371/journal.pone.0182889.t002

The scripts for data extraction were first developed by three individual programmers. Upon
completion, their results were compared side-by-side, and the scripts underwent two cycles of
revision for higher conformity. Subsequently, the matching parts of the three tables were used
for the PCI data warehouse. The parts that did not reach consensus were filled in through
manual review of the original reports.
The completed PCI data warehouse itself was validated by manual review. To evaluate the
degree of agreement among the three different programmers and between information
retrieved by each script and the data filled out manually from 200 randomly chosen samples
(the gold standard), we compared the list of pairs that consisted of the target vessel and the
stent categories inserted into the target vessel. The kappa values for the primary, secondary,
and tertiary pairwise comparisons of the extracted results between the three programmers
were 0.659, 0.974, and 0.986, respectively. As shown in Table 2, the mean script sensitivities,
specificities, and F-measures approached those of the gold standard after two cycles of revision. All of the comparisons were performed after all revisions were complete, eliminating the
possibility that the revisions were biased.

Study covariates and outcome variables
The outcome variable for this study was TVR within 2 years after index PCI with stent implantation. TVR was defined as cases where patients had repeated PCI procedures on a target
vessel.
The patient characteristic covariates included age, sex, hypertension, type 2 diabetes mellitus, and the duration of dual antiplatelet therapy (DAPT). The procedural characteristic covariates included the total length and average diameter of the implanted stent(s) in each target
vessel, the approach site (radial artery or femoral artery), and whether the PCI was emergent.
Patients with type 2 diabetes were extracted according to the process defined by Kho et al.
[21]. Hypertension was defined as either the assignment of the ICD-10 diagnostic code I10 or
prescription of at least one type of antihypertensive drug.

Statistical analysis
First, an analysis for data warehouse validation was performed to confirm that the PCI data
warehouse reflected established real-world findings. We compared the risk of TVR between
first- and second-generation DES using Kaplan-Meier analysis and the log-rank test, and all
study covariates were adjusted using the Cox proportional hazard regression model. We used
the PCI data warehouse to analyze the differences between DP-DES and BP-DES using the
same statistical methods as described above. Within-class comparisons of stent groups were
also performed. The types of stents that were used in greater than 100 procedures, as determined from the EHRs, were selected and categorized, including the Promus family, the Xience
family, the Resolute family, the Endeavor, the Nobori, and the Biomatrix stents. Prior to each
analysis, cases where a vessel was treated with more than one category of stents were excluded
(i.e., vessels that were treated with both BP-DES and DP-DES). All statistical analyses were
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performed using the R package (R Development Core Team, Vienna, Austria). A pvalue < 0.05 was considered significant.

Results
Data processing
The final consensus version of the data extraction program by three different programmers,
including a manual review of elements for which consensus was not attained (220 of 5,612
descriptions, 3.9%), was used to generate the PCI data warehouse. A negative predictive value
of 1.000 and a positive predictive value of 0.995 were observed when these data were compared
with the gold standard data of the target vessel and stent categories. Sensitivity was 0.996, specificity was 1.000, and the F-measure was 0.995, indicating that the data warehouse can be used
in research settings.

PCI data warehouse construction
A PCI data warehouse containing information from PCI reports was constructed, and
included information from 5,612 target vessels of 3,817 patients who underwent index PCI
between 2010 and 2014. The patient and procedural characteristics of the index procedures are
shown in Table 3.

Validation of findings to demonstrate similar findings to previous studies
To validate our data warehouse, we compared the TVR risk of the second-generation DES
with that of the first-generation DES using Kaplan-Meier analysis and Cox proportional hazard regression. The TVR risk of second-generation stents was lower (adjusted HR: 0.423; 95%
confidence interval (CI): 0.284–0.630), which was in accordance with previous studies (Fig
2A). The known predictors of TVR, including age, hypertension, diabetes mellitus, emergent
PCI, and DAPT over 12 months, are also shown as significant (Table 4). These results indicate
that the data in the constructed database are reliable and could be used for further analyses.

New findings: BP-DES versus DP-DES
The baseline clinical characteristics of the BP-DES and DP-DES groups were similar (Table 3).
Compared with the DP-DES group, RCA and LM were less frequently treated in the BP-DES
group, and patients in the DP-DES group had a lower number of stents with smaller diameters
and shorter lengths per target vessel. The rate of TVR was not significantly different between
the BP-DES and DP-DES groups (3.2% vs. 3.9%, p = 0.462).
We compared the risk of TVR between the BP-DES and DP-DES groups. In patients treated
with BP-DES, the TVR-free survival tended to be higher (log rank, p = 0.059) and the HR of
TVR was lower without statistical significance (adjusted HR 0.568, 95% CI 0.281–1.147,
p = 0.114) compared to patients treated with DP-DES (Table 5). However, in the KaplanMeier plot, the TVR-free survival rates of the two types of stents diverged at approximately 1
year after the index procedure was performed (Fig 2B).

Within-class comparisons of DP-DES and BP-DES
Fig 2C shows the within-class comparison of TVR-free survival among the second-generation
DES using Cox proportional hazard regression. The Endeavor stents showed a significantly
higher HR (adjusted HR 2.576, 95% CI 1.273–5.210) than the other second-generation stents
(Table 6). Other comparisons did not yield statistical significance, although BP-DES (i.e.,
Nobori and Biomatrix) showed a trend for lower HRs.
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Table 3. Baseline, procedural, and outcome findings.
Variable

All

DP-DES

BP-DES

No. of patients, n

3817

2468

568

-

Age, mean ± SD

62.75 ± 11.77

62.19 ± 11.80

63.14 ± 11.61

0.080

Male, n (%)

2724 (71%)

1799 (73%)

386 (68%)

0.021

Hypertension, n (%)

1756 (46%)

1126 (46%)

263 (46%)

0.806

Diabetes mellitus, n (%)

746 (20%)

489 (20%)

116 (20%)

0.788

572.59 ± 444.77

559.29 ± 425.71

549.12 ± 384.32

0.578

2326 (61%)

1510 (61%)

347 (61%)

1.000

LAD

2565 (67%)

1474 (60%)

349 (61%)

0.480

RCA

1346 (35%)

806 (33%)

156 (27%)

0.019

LCx

1288 (34%)

639 (26%)

145 (26%)

0.900
< 0.001

Average duration of DAPT (days), mean ± SD
Duration of DAPT over 12 months, n (%)

p-value*

No. of treated vessels, n (%)

LM
Average diameter of stents per target vessel (mm), mean ± SD
Total length of stents per target vessel (mm), mean ± SD

413 (11%)

312 (13%)

37 (7%)

2.61 ± 1.19

3.11 ± 1.19

3.07 ± 1.19

0.020

27.56 ± 19.24

34.17 ± 19.24

28.64 ± 19.24

< 0.001

No. of stents per target vessel, mean ± SD

1.06 ± 0.65

1.28 ± 0.65

1.23 ± 0.65

0.029

Post-stent non-compliant balloon use, n (%)

1970 (52%)

1335 (54%)

293 (52%)

0.301

Procedures with femoral artery approach, n (%)

3087 (81%)

1998 (81%)

450 (79%)

0.378

Vessels treated by major stent types, n (%)
Xience family

995 (40%)

Promus family

1143 (46%)

Resolute family

978 (40%)

Endeavor

162 (7%)

Nobori

482 (85%)

Biomatrix

185 (33%)

Orsiro

22 (4%)

Outcomes
Cases of TVR, n (%)
Observation period, days

222 (5.8%)

97 (3.9%)

18 (3.2%)

0.462

730.31 ± 463.78

693.98 ± 463.78

724.12 ± 463.78

0.098

SD, standard deviation; DP-DES, durable polymer drug eluting stents; BP-DES, biodegradable polymer drug eluting stents; DAPT, dual antiplatelet therapy;
LAD, left anterior descending artery; RCA, right coronary artery; LCx, left circumflex; LM, left main; TVR, target vessel revascularization.
*DP-DES group and BP-DES group were compared by Pearson’s chi-squared test for categorical variables and by Student’s t-test for continuous variables
https://doi.org/10.1371/journal.pone.0182889.t003

Discussion
In this study, we extracted PCI-related parameters and constructed a PCI data warehouse
from free-text electronic patient records with high accuracy. Using this data warehouse, we
identified practice-based evidence to assess the performance of various coronary stents. In a
self-validation analysis, the present study reaffirmed the established findings that newer generation DES are superior to first-generation DES in terms of TVR. Moreover, we provided clinically meaningful evidence that BP-DES were associated with a lower TVR risk than DP-DES,
particularly 1 year after the index procedure. The Endeavor family of stents was significantly
associated with higher risk of TVR among the newer generation stents.
Our findings support the results of previous studies and provide novel findings regarding
the comparative efficacy of various newer types of DES in an unrestricted real-world clinical
setting. A study based on the Swedish Coronary Angiography and Angioplasty Registry
(SCAAR) showed similar results to this study when comparing older and newer generation
DES [22]. Although the classification of Endeavor stents was different (old generation DES in
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Fig 2. Comparison of target vessel revascularization free survival between the first- and second-generation stents.
https://doi.org/10.1371/journal.pone.0182889.g002

the SCAAR study and second-generation DES in this study) the adjusted cumulative risk of
target lesion revascularization (TLR) by PCI for up to 2 years (adjusted HR 0.60, 95% CI 0.51–
0.70) was comparable to that of this study (adjusted HR 0.423, 95% CI 0.284–0.630). Moreover,
Table 4. Hazard ratios of first- versus second-generation stents and the observed variables in PCI
patients.
Variable

HR (95% CI)

p-value

Second-generation stents (reference, first-generation stents)

0.423 (0.284–0.630)

< 0.001

Age

0.978 (0.962–0.994)

0.009

Sex (male)

1.010 (0.652–1.564)

0.966

Hypertension

3.469 (2.294–5.245)

< 0.001

Diabetes mellitus

2.100 (1.420–3.107)

< 0.001

Total stent length

1.005 (0.983–1.027)

0.661

Average stent diameter

0.943 (0.571–1.556)

0.818

Non-compliant high pressure balloon use

1.349 (0.919–1.980)

0.126

LCx

0.697 (0.401–1.211)

0.200

LM

0.415 (0.163–1.055)

0.065

RCA

1.121 (0.732–1.716)

0.599

No. of stents used

0.833 (0.419–1.656)

0.601

Radial artery approach

0.714 (0.405–1.259)

0.244

Emergent PCI

3.270 (2.025–5.280)

< 0.001

DAPT over 12 months

0.389 (0.270–0.559)

< 0.001

Target vessel (reference, LAD)

HR, hazard ratio; CI, confidence interval; LAD, left anterior descending artery; RCA, right coronary artery;
LCx, left circumflex; LM, left main; DAPT, dual antiplatelet therapy; PCI, percutaneous coronary intervention.
https://doi.org/10.1371/journal.pone.0182889.t004
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Table 5. Hazard ratios of DP-DES vs. BP-DES and the observed variables in PCI patients.
Variable

HR (95% CI)

p-value

Biodegradable stents (reference, durable stents)

0.568 (0.281–1.147)

0.114

Age

0.980 (0.961–0.999)

0.040

Sex (male)

1.008 (0.597–1.702)

0.975

Hypertension

5.111 (2.983–8.757)

< 0.001

Diabetes mellitus

2.195 (1.386–3.477)

0.001

Total stent length

1.007 (0.982–1.032)

0.588

Average stent diameter

1.031 (0.577–1.843)

0.918

Non-compliant high pressure balloon use

1.392 (0.879–2.203)

0.158

LCx

0.417 (0.196–0.887)

0.023

LM

0.319 (0.097–1.052)

0.061

Target vessel (reference, LAD)

0.967 (0.589–1.588)

0.894

No. of stents used

RCA

0.823 (0.381–1.774)

0.618

Radial artery approach

0.411 (0.178–0.951)

0.038

Emergent PCI

3.861 (2.273–6.559)

< 0.001

DAPT over 12 months

0.389 (0.251–0.603)

< 0.001

HR, hazard ratio; CI, confidence interval; LAD, left anterior descending artery; RCA, right coronary artery;
LCx, left circumflex; LM, left main; DAPT, dual antiplatelet therapy; PCI, percutaneous coronary intervention.
https://doi.org/10.1371/journal.pone.0182889.t005

when comparing each DES, the cumulative restenosis plot in the SCAAR study and the
Kaplan-Meier plot in this study both showed that the TVR risk for Endeavor stents was higher
than that of other stents [23]. Also, although there were no significant differences between the
TVR HR of DP-DES and BP-DES for the 2-year outcome, the occurrence of TVR of the two
stent types diverged after approximately 1 year. This reflects the results of the LEADERS trial,
which showed a reduction in very late stent thrombosis (> 1 year) and a significant reduction
in all-cause revascularization for BP-DES [24]. However, these results remain debatable, as
some recent clinical trials state that the safety and efficacy of these stents did not differ [25, 26].
Previous studies have focused on comparing only a few types of stents; they were unable to
make various comparisons due to the inherent limitations of clinical trials, which require
numerous resources and are time-consuming. These studies were often confined to

Table 6. Adjusted TVR risk of each stent compared to the other second generation stents.
Variable

Adjusted HR* (95%CI)

Xience family

0.717 (0.392–1.312)

p-value
0.280

Promus family

1.096 (0.691–1.740)

0.696

Resolute family

1.145 (0.697–1.880)

0.594

Endeavor

2.576 (1.273–5.210)

0.008

Nobori

0.721 (0.328–1.585)

0.416

Biomatrix

0.376 (0.091–1.552)

0.176

HR, hazard ratio; CI, confidence interval.
*Adjusted for age, sex, hypertension, diabetes mellitus, total length and average diameter of stents, noncompliant high pressure balloon use, target vessel (LAD, LCx, LM, or RCA), the number of stent used,
approach artery, emergent percutaneous coronary intervention, and dual antiplatelet therapy over 12
months.
https://doi.org/10.1371/journal.pone.0182889.t006
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comparison of two or three types of stents and sometimes included only short follow-up periods (1 year), making it difficult to compare various stents from a single data source [27–29].
Also, as developments in DES technology occur rapidly, many studies become obsolete after
just a few years, raising further questions regarding the timing and cost-effectiveness of prospective clinical trials.
In contrast, we were able to include a large number of procedures, with low cost and within
a short period, by extracting information from reports stored in EHRs. We were also able to
obtain data regarding the newer BP-DES. To do so, we developed text-mining tools using regular expression. Three different researchers developed mining programs independently and
subsequently compared their results to ensure reliable data. Our data showed high validity and
reliability when compared with the gold standard and already established researches. The sensitivity and specificity were 0.996 and 1.000, respectively, and the F-measure was 0.995. We
confirmed that the second-generation DES are associated with significantly lower TVR risk
than first-generation DES.
The high sensitivity and specificity we obtained are primarily the result of both the inherent
characteristics of regular expression itself and the extensive reviews and revisions that we performed. High specificity was achieved because our expressions matched only the strings that
were defined in the script, thus avoiding false positives. However, to ensure high sensitivity, it
was paramount that all forms of abbreviations and spellings were pre-defined and taken into
account. Although a pre-defined vessel and stent table was made, it was not sufficient to
accommodate the various forms of the terms used. Therefore, the script review by the three
programmers was of great importance to ensure high sensitivity. Using three individual
scripts, it was possible to take into account the different forms other programmers had found,
and an almost perfect match was obtained using the three scripts. The principal differences are
the expressions used to match the patterns. A particular script may fail to extract certain words
that other scripts extract, so these were revised during each round. This process was sufficient
to reach a surprisingly high sensitivity.
The construction of a PCI data warehouse opens up possibilities for further research. First,
our data warehouse contained information concerning the implemented stents and a detailed
description of each stent in each target vessel (i.e., brand, number of stents, average diameter,
and total length). Moreover, the analyses were strengthened using covariates (i.e., age, sex,
hypertension, diabetes mellitus, and DAPT duration). Lastly, a total of 5,612 treated vessels
from 3,817 PCI procedures were included, which resulted in a sample size large enough to
achieve statistical validity.
The fact that EHRs stored solely for practice purposes can be used for research also opens
up new possibilities. With proper extraction and organization, through application of technologies such as regular expression and natural language processing (NLP), the majority of EHRs
could be used in a research setting. This study encourages the use of the vast data that are
stored in the EHRs of hospitals, even those in free-text form.
There are several known NLP tools, which extract information through semantic analysis
of medical records, such as the Linguistic Strings Project and the Medical Language Extraction
and Encoding system (MedLEE) [30, 31]. However, most of these were developed for texts in
English, while the majority of medical records in Korea are written in both English and
Korean. There are also terms and abbreviations that are used only in Korea, making it difficult
to apply existing tools directly to Korean medical records. However, the development of new
NLP tools to analyze Korean EHRs would be expensive and labor-intensive. In addition, the
CAG and PCI reports that we used did not contain complete sentences, but rather, were in a
semi-structured format. Thus, pattern matching, not semantic analysis of the text, was the
method of choice, particularly regular expression. When semi-structured medical records are
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written in both English and a local language (here, Korean), NLP tools cannot be used, and
regular expression may be cost-effective and reliable when employed to extract information.
This study was not without limitations. First, the data warehouse was based solely upon
procedures and prescriptions performed at Ajou University Hospital. Although patients are
likely to return for follow-ups, some may choose different hospitals for further treatment. Others who were initially treated at another hospital (e.g., emergency reasons) may have subsequently visited Ajou University Hospital, possibly resulting in underreported outcomes and
insufficient information on baseline characteristics. This is the reason why we only evaluated
TVR rather than myocardial infarction and death, which are also major outcomes of PCI. The
second limitation was that using regular expression may have caused unknown errors in cases
with critical spelling mistakes on reports. Although most spelling mistakes were accounted for
in our scripts, some extremely unique errors may have been missed, causing an imperfect sensitivity. Third, we only compared the list of pairs that consisted of the target vessel and stent
categories to evaluate the degree of agreement between information retrieved using each script
and the gold standard. Therefore, we could not determine how well the other variables were
extracted other than the two mentioned above. However, it makes sure that the complete set of
information was extracted, because if any of the three variables (stent name, diameter, and
length) were missing, we determined that there was no record of a stent insertion in the corresponding vessel. The other variables (route of approach [radial or femoral], whether emergent
PCI was performed or not, and whether a non-compliant high-pressure balloon was applied
or not) were not evaluated in any way.

Conclusions
A PCI data warehouse, constructed using regular expression reports on CAG and PCI stored
in EHRs, was useful and reliable to evaluate the clinical performance of coronary stents. In
terms of TVR, our study confirmed previous results demonstrating that second-generation
DES are superior to first-generation DES, and demonstrated that Endeavor stents showed the
highest event rate among the newer generation DES. BP-DES had a similar efficacy to
DP-DES, but were associated with a superior long-term outcome after 1 year of observation. It
is encouraging for further research that free-text reports originally stored for diagnostic purposes can be processed into forms that are appropriate for research.
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